[Acute pulmonary edema from inhalation of the bite-block after anesthesia with a laryngeal mask].
We report a case of acute pulmonary oedema, consecutive to upper airway obstruction due to the inhalation of the laryngeal mask airway (LMA) bite block during recovery. The LMA was used for general anaesthesia with the bite-block provided in France. No trouble occurred during LMA insertion and anaesthesia. Symptomatic treatment provided complete resolution within a few days.